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21 CFR Ch. I (4–1–14 Edition) § 878.3550 

for any silicone gel-filled breast pros-
thesis that was in commercial distribu-
tion before May 28, 1976, or that has on 
or before July 9, 1991 been found to be 
substantially equivalent to a silicone 
gel-filled breast prosthesis that was in 
commercial distribution before May 28, 
1976. Any other silicone gel-filled 
breast prosthesis shall have an ap-
proved PMA in effect before being 
placed in commercial distribution. 

[53 FR 23872, June 24, 1988, as amended at 56 
FR 14627, Apr. 10, 1991] 

§ 878.3550 Chin prosthesis. 
(a) Identification. A chin prosthesis is 

a silicone rubber solid device intended 
to be implanted to augment or recon-
struct the chin. 

(b) Classification. Class II. 

§ 878.3590 Ear prosthesis. 
(a) Identification. An ear prosthesis is 

a silicone rubber solid device intended 
to be implanted to reconstruct the ex-
ternal ear. 

(b) Classification. Class II. 

§ 878.3610 Esophageal prosthesis. 
(a) Identification. An esophageal pros-

thesis is a rigid, flexible, or expandable 
tubular device made of a plastic, 
metal, or polymeric material that is 
intended to be implanted to restore the 
structure and/or function of the esoph-
agus. The metal esophageal prosthesis 
may be uncovered or covered with a 
polymeric material. This device may 
also include a device delivery system. 

(b) Classification. Class II. The special 
control for this device is FDA’s ‘‘Guid-
ance for the Content of Premarket No-
tification Submissions for Esophageal 
and Tracheal Prostheses.’’ 

[65 FR 17145, Mar. 31, 2000] 

§ 878.3680 Nose prosthesis. 
(a) Identification. A nose prosthesis is 

a silicone rubber solid device intended 
to be implanted to augment or recon-
struct the nasal dorsum. 

(b) Classification. Class II. 

§ 878.3720 Tracheal prosthesis. 
(a) Identification. The tracheal pros-

thesis is a rigid, flexible, or expandable 
tubular device made of a silicone, 
metal, or polymeric material that is 

intended to be implanted to restore the 
structure and/or function of the tra-
chea or trachealbronchial tree. It may 
be unbranched or contain one or two 
branches. The metal tracheal pros-
thesis may be uncovered or covered 
with a polymeric material. This device 
may also include a device delivery sys-
tem. 

(b) Classification. Class II. The special 
control for this device is FDA’s ‘‘Guid-
ance for the Content of Premarket No-
tification Submissions for Esophageal 
and Tracheal Prostheses.’’ 

[65 FR 17146, Mar. 31, 2000] 

§ 878.3750 External prosthesis adhe-
sive. 

(a) Identification. An external pros-
thesis adhesive is a silicone-type adhe-
sive intended to be used to fasten to 
the body an external aesthetic restora-
tion prosthesis, such as an artificial 
nose. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 878.9. 

[53 FR 23872, June 24, 1988, as amended at 59 
FR 63010, Dec. 7, 1994; 66 FR 38802, July 25, 
2001] 

§ 878.3800 External aesthetic restora-
tion prosthesis. 

(a) Identification. An external aes-
thetic restoration prosthesis is a device 
intended to be used to construct an ex-
ternal artificial body structure, such as 
an ear, breast, or nose. Usually the de-
vice is made of silicone rubber and it 
may be fastened to the body with an 
external prosthesis adhesive. The de-
vice is not intended to be implanted. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 878.9. If 
the device is intended for use without 
an external prosthesis adhesive to fas-
ten it to the body, the device is exempt 
from the current good manufacturing 
practice requirements of the quality 
system regulation in part 820 of this 
chapter, with the exception of § 820.180, 
with respect to general requirements 
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concerning records, and § 820.198, with 
respect to complaint files. 

[53 FR 23872, June 24, 1988, as amended at 59 
FR 63010, Dec. 7, 1994; 66 FR 38802, July 25, 
2001] 

§ 878.3900 Inflatable extremity splint. 

(a) Identification. An inflatable ex-
tremity splint is a device intended to 
be inflated to immobilize a limb or an 
extremity. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter, 
subject to the limitations in § 878.9. 

[53 FR 23872, June 24, 1988, as amended at 59 
FR 63010, Dec. 7, 1994; 66 FR 38802, July 25, 
2001] 

§ 878.3910 Noninflatable extremity 
splint. 

(a) Identification. A noninflatable ex-
tremity splint is a device intended to 
immobilize a limb or an extremity. It 
is not inflatable. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 878.9. If the device is not la-
beled or otherwise represented as ster-
ile, it is exempt from the current good 
manufacturing practice requirements 
of the quality system regulation in 
part 820 of this chapter, with the excep-
tion of § 820.180 of this chapter, with re-
spect to general requirements con-
cerning records, and § 820.198 of this 
chapter, with respect to complaint 
files. 

[53 FR 23872, June 24, 1988, as amended at 54 
FR 13827, Apr. 5, 1989; 65 FR 2317, Jan. 14, 
2000] 

§ 878.3925 Plastic surgery kit and ac-
cessories. 

(a) Identification. A plastic surgery 
kit and accessories is a device intended 
to be used to reconstruct maxillofacial 
deficiencies. The kit contains surgical 
instruments and materials used to 
make maxillofacial impressions before 
molding an external prosthesis. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 

subpart E of part 807 of this chapter 
subject to § 878.9. 

[53 FR 23872, June 24, 1988, as amended at 54 
FR 13827, Apr. 5, 1989; 65 FR 2317, Jan. 14, 
2000] 

Subpart E—Surgical Devices 

§ 878.4010 Tissue adhesive. 
(a) Tissue adhesive for the topical ap-

proximation of skin—(1) Identification. A 
tissue adhesive for the topical approxi-
mation of skin is a device intended for 
topical closure of surgical incisions, in-
cluding laparoscopic incisions, and 
simple traumatic lacerations that have 
easily approximated skin edges. Tissue 
adhesives for the topical approxima-
tion of skin may be used in conjunction 
with, but not in place of, deep dermal 
stitches. 

(2) Classification. Class II (special con-
trols). The special control for this de-
vice is FDA’s ‘‘Class II Special Controls 
Guidance Document: ‘‘Tissue Adhesive 
for the Topical Approximation of 
Skin.’’ See § 878.1(e) of this chapter for 
the availability of this guidance docu-
ment. 

(b) Tissue adhesive for non-topical 
use—(1) Identification. A tissue adhesive 
for non-topical use, including adhesives 
intended for use in the embolization of 
brain arteriovenous malformation or 
for use in ophthalmic surgery, is a de-
vice used for adhesion of internal tis-
sues and vessels. 

(2) Classification. Class III (premarket 
approval). As of May 28, 1976, an ap-
proval under section 515 of the act is 
required before this device may be 
commercially distributed. See § 878.3 of 
this chapter. 

[73 FR 31033, May 30, 2008] 

§ 878.4011 Tissue adhesive with ad-
junct wound closure device for top-
ical approximation of skin. 

(a) Identification. A tissue adhesive 
with adjunct wound closure device in-
tended for the topical approximation of 
skin is a device indicated for topical 
application only to hold closed easily 
approximated skin edges of wounds 
from surgical incisions, including 
punctures from minimally invasive 
surgery, and simple, thoroughly 
cleansed, trauma-induced lacerations. 
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